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Fluorescence-guided resections (FGRs) performed 
using 5-aminolevulinic acid (5-ALA) have ex-
panded the surgical armamentarium for malignant 

glioma.1 This method is based on the visualization of pro-
toporphyrin IX (PPIX) fluorescence induced by 5-ALA 
in malignant glioma tissue. The strength of the method is 
the fact that PPIX fluorescence, which is emitted in the 

red range (peak 635 nm) can be directly observed during 
surgery without having to rely on cameras and image pro-
cessing (e.g., as for indocyanine green–based methods2).

The benefit and safety of 5-ALA–mediated FGR3–8 as 
well as a high positive predictive value (PPV) for disclosing 
tumor9 has been repeatedly demonstrated. In most studies, 
the same specific filters for exciting and observing fluores-
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OBJECTIVE Fluorescence-guided resections performed using 5-aminolevulinic acid (5-ALA) have been studied exten-
sively using the BLUE400 system. The authors introduce a triple–light-emitting diode (LED) headlight/loupe device for 
visualizing fluorescence, and compare this to the BLUE400 gold standard in order to assure similar and not more or less 
sensitive protoporphyrin-IX visualization.
METHODS The authors defined the spectral requirements for a triple-LED headlight/loupe device for reproducing the 
xenon-based BLUE400 module. The system consisted of a white LED (normal surgery), a 409-nm LED for excitation, 
a 450-nm LED for background illumination, and appropriate observation filters. The prototype’s excitation and emission 
spectra, illumination and detection intensities, and spot homogeneity were determined. The authors further performed a 
prospectively randomized and blinded study for fluorescence assessments of fresh, marginal, fluorescing and nonfluo-
rescing tumor samples comparing the LED/loupe device with BLUE400 in patients with malignant glioma treated with 
20 mg/kg body weight 5-ALA. Tumor samples were immediately assessed in turn, both with a Kinevo and with a novel 
triple-LED/loupe device by different surgeons.
RESULTS Seven triple-LED/loupe devices were analyzed. Illumination intensities in the 409- and 450-nm range were 
comparable to BLUE400, with high spot homogeneity. Fluorescence intensities measured distally to microscope oculars/
loupes were 9.9-fold higher with the loupe device. For validation 26 patients with malignant gliomas with 240 biopsies 
were analyzed. With BLUE400 results as the reference, sensitivity for reproducing fluorescence findings was 100%, 
specificity was 95%, positive predictive value was 98%, negative predictive value was 100%, and accuracy was 95%. 
This study reached its primary aim, with agreement in 226 of 240 (94.2%, 95% CI 0.904–0.968).
CONCLUSIONS The authors observed only minor differences regarding spectra and illumination intensities during 
evaluation. Fluorescence intensities available to surgeons were 9.9-fold higher with the loupe device. Importantly, the 
independent perception of fluorescence achieved using the new system and BLUE400 was statistically equivalent. The 
authors believe the triple-LED/loupe device to be a useful and safe option for surgeons who prefer loupes to the micro-
scope for resections in appropriate patients.
https://thejns.org/doi/abs/10.3171/2021.10.JNS211911
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cence were used (BLUE400; Carl Zeiss Meditec)4,8 (Fig. 
1). The filter combination did not simply excite and detect 
fluorescence, but rather allowed exploitation of remitted 
excitation light and autofluorescence for background illu-
mination. Additionally, nontumor-associated autofluores-
cence and ambient light backscatter in the red range were 
cloaked by remitted blue light, minimizing unspecific red 
tissue fluorescence. The original filter specifications have 
not been significantly modified since their introduction in 
1998, and other microscopes using the same technology 
are available (Leica Microsystems and Haag-Streit Sur-
gical). Limitations include low background brightness or 
porphyrin fluorescence yields, especially in deep cavities.

However, given that not only the efficacy but also 
the safety of 5-ALA was demonstrated initially by us-
ing BLUE400 or comparable systems, new devices with 
higher fluorescence yields would need to qualitatively 
provide discrimination similar to the established system. 
Devices more sensitive for fluorescence would be at risk 
for reduced specificity, and would have to be tested for 
equivalence of fluorescence discrimination. Such a valida-
tion study has previously been performed on a novel filter 
system10 based on earlier recommendations.9 Optimally, 
next-generation devices should have greater fluorescence 
brightness while maintaining an equivalent contrast be-
tween tumor fluorescence and background.

Currently, many operations for gliomas are performed 
using surgical loupes. Despite disadvantages (lower mag-
nification and inferior visualization within deep cavities), 
advantages are greater speed, maneuverability, and bet-
ter portability. Thus, we suggest that such a loupe system, 
which is similar to the surgical microscope in that it pro-
vides direct visualization without an intervening video 
chain, should be adapted with an appropriate excitation 

light source, mimicking the original illumination and fil-
ter characteristics.

In the present study we describe technical requirements 
for such a system in which multiple light-emitting diode 
(LED) illumination is used. We have recently educated 
the industry regarding such requirements, and now pro-
vide a technical and clinical validation study. This system 
is presently being marketed in the United States (Reveal 
FGS; Designs for Vision, Inc.).

Methods
Triple-LED Illumination/Loupe Device Concept

We aimed to reproduce the spectral properties of exci-
tation light and fluorescence filters used in the BLUE400 
system, as previously described1,8 and used in various 
studies.5,7,11–18 This system is based on a xenon light fil-
tered to 375–440 nm (violet-blue) and a small shoulder 
in the 1% range up to 460 nm to provide blue light back-
ground illumination (blue curve, Fig. 1). The observation 
filter is a 440-nm long-pass filter, overlapping the trans-
mission shoulder of the excitation filter, allowing remitted 
blue light (light brown curve, Fig. 2) to pass for visualizing 
nonfluorescent tissue and simultaneously allowing green 
tissue autofluorescence with a typical peak at 520 nm and 
the PPIX peak to be visualized. Furthermore, remitted ex-
citation light cloaks unspecific red autofluorescence (see 
Fig. 3).

The novel triple-LED/loupe device, in comparison, 
consists of a white LED that can be toggled to violet-blue 
light from two separate LEDs, one with 409 ± 7 nm for 
eliciting PPIX fluorescence, and one with 450 nm (Fig. 4). 
The 409-nm LED is filtered to not allow a longer wave-
length than 420 nm to pass, in order to avoid ill-defined 

FIG. 1. Established BLUE400 (Kinevo) and triple-LED light source normalized fluorescence excitation and background illumina-
tion spectra in comparison to the PPIX excitation spectrum, measured from a glioblastoma tissue specimen (black curve). The 
right-hand graph depicts a detail of the left-hand graph with an enlarged scale to better illustrate the emission of the background 
illumination at approximately 450 nm. Blue curve (Kinevo excitation): spectrum of Kinevo blue mode illumination measured at the 
site of the tissue; light brown curve: spectrum measured at the ocular from a white surface after having passed the long-pass 440-
nm observation filter. Purple curves depict the emission spectra of the two LED beams, with the 450-nm beam driven with 2 mA 
(low setting) or 5 mA (high setting), respectively. Note overlap of both curves at the 409-nm LED emission band. PpIX-exc = PPIX 
excitation. Figure is available in color online only.



J Neurosurg December 31, 2021 3

Suero Molina et al.

blue excitation light from contaminating the observation 
light path (Fig. 2). Background illumination is accom-
plished by adding light from the 450-nm LED to emulate 
background light provided by BLUE400. This 450-nm 
LED is equipped with a 475-nm short-pass filter (Fig. 2). 
Loupes with various magnifications and a working dis-
tance of 45 cm were fitted with custom 435-nm long-pass 

filters, as used in the original system. In addition, the user 
could toggle between a low and a high setting for the 450-
nm LED (2 mA and 5 mA) to enable more or less sensitive 
PPIX fluorescence detection; e.g., for tumors with lower 
PPIX accumulation.

Technical Validation
Light irradiances were measured with a power meter 

(Fieldmaster, photodiode VIS; Coherent) and respective 
spectra with a fiber-based spectrometer (Ocean Optics, 
USB 2000+) using a 50-µm quartz fiber providing a spec-
tral resolution of approximately 1 nm. The spectral sensi-
tivity of the spectrometer was corrected with a calibrated 
halogen lamp. Filter transmission spectra were recorded 
using a collimated beam generated from a halogen light 
source and measured with the same fiber-based spec-
trometer. Wavelength was calibrated with an Ar-Hg lamp 
(Ocean Optics) by using the lines at 404.66 nm and 435.83 
nm. Homogeneity and overlap of the excitation and back-
ground illumination beams at a distance of 45 cm were 
assessed by scanning a bare fiber in close distance over 
the illuminated field in 6-mm increments, simultaneously 
recording backscattered intensities of both beams, repre-
sented by the areas under peak.

We tested 7 headlight/loupe systems and a Kinevo (Carl 
Zeiss Meditec) surgical microscope. Fluorescence intensi-
ties of the loupe system available to surgeons in compari-
son to the microscope were measured by illuminating a 
fluorescent phantom at the respective working distances 
(45 cm and 35 cm) with maximum intensity and recording 
spectra directly from the microscope oculars and behind 
the loupe telescope, respectively. The phantom was made 
of silicone with embedded scatterers and dispersed fluo-
rescent powder, with an excitation maximum in the blue 

FIG. 3. A–D: Loupe white LED (A); 450-nm LED only (5-mA setting, 
B); 409-nm LED only (C); and 450-nm combined with 409-nm LEDs 
as observed with an iPhone 12 Pro fitted with a 435-nm long-pass 
filter (D). Inset in panel C: note unspecific reddish autofluorescence 
at bone margin. Inset in panel D: 450-nm background illumination 
cloaks unspecific autofluorescence in the red range. E and F: White 
light (E) and BLUE400 (F) images as recorded using the Kinevo 
microscope. Figure is available in color online only.

FIG. 2. Spectral transmission of filters inserted in the excitation (Exc) 
and detection (Det) light paths. Exc-1 is mounted in front of the 409-nm 
LED, Exc-2 is mounted in front of the 450-nm LED. The detection light 
path comprises two similar filters, together blocking the excitation beam 
(green curve). The blue curve at 0 transmission, recorded with all filters 
in series, proves that no light leaks from the excitation into the detection 
light path. GBM (yellow curve): spectrum obtained from glioblastoma 
containing porphyrins and using the triple-LED device. Figure is avail-
able in color online only.
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and emission peak at 600 nm. Light from the microscope 
oculars was focused with a lens (7-mm diameter) onto a 
400-µm quartz fiber, representing a fixed area of the retina
of a potential observer, and detected with the spectrome-
ter. Photon counts of the spectrometer from 630 nm to 640
nm (which are linear to irradiance) were integrated, cor-
rected for integration time, and then compared between
BLUE400 (at minimal zoom) and the loupe systems (×2.5
and ×3.5 magnification).

Prospective Clinical Validation Study
Design

To confirm comparable performance of the BLUE400 
filter system compared to the triple-LED/loupe device, we 

designed a prospective, randomized, and blinded study. 
Multiple fluorescent and nonfluorescent biopsies from vi-
able (nonnecrotic) tumor margins were assessed in turn 
immediately after their collection, both with a Kinevo and 
the triple-LED/loupe device. Microscope assessors were 
unaware of the loupe assessors and vice versa, and all 
were blinded to intraoperative fluorescence findings.

This study was approved by the institutional review 
board, and all patients gave informed consent. Given that 
this study was based on the ex vivo assessments, and all 
tissue was submitted for pathology, this was a diagnostic 
study without burden or disadvantages to patients.

Procedure
Patients (n = 26, Table 1) with high-grade glioma re-

ceived 20 mg/kg body weight Gliolan (medac GmbH) in 
tap water 4–5 hours prior to surgery. During surgery, a 
prespecified number of fluorescing and nonfluorescing bi-
opsies as judged with a Kinevo microscope (Carl Zeiss 
Meditec) were collected for a total of 240 biopsies, with 
prespecified 10 biopsies per patient. Tissue biopsies that 
were not evaluable due to drying or fragmentation were 
replaced.

Three surgeons were involved (see Fig. 5): surgeon 1 
harvested fluorescing and nonfluorescing tissue biopsies 
from resected tissue, and surgeons 2 and 3 in turn as-
sessed samples for fluorescence by using either the novel 
system (Fig. 6) or a Kinevo microscope with BLUE400. 
Surgeons 2 and 3 were blinded to each other’s results and 
were unaware of the frequency of fluorescing samples in 
the original biopsy bin collected by surgeon 1. Surgeon 1 
was asked to follow a randomization list of previously de-
fined numbers of fluorescing and nonfluorescing samples 
to ensure that surgeons 2 and 3 were not able to make as-
sumptions regarding fluorescence in a given patient.

If surgeon 1 could not find enough evaluable material 
from fluorescent or nonfluorescent tissue as predefined, 
he was asked to fill the bin with available samples of the 
other fluorescence type. Fluorescence was graded as pres-
ent or absent. If present, fluorescence was also graded ac-
cording to its qualities (i.e., weak or strong fluorescence).

FIG. 4. A: Intensity profiles of the 409-nm (black curve) and 450-nm (red curve) beams in 45-cm working distance. Green curve 
shows the ratio of the 409-nm and 450-nm profiles. All curves in panel A are normalized to 100%. B and C: Contour plots at both 
wavelengths, normalized to 101%. Figure is available in color online only.

TABLE 1. Demographic data in 26 patients with malignant glioma

Characteristic Value %

Total no. of pts 26
Sex
 Male 17 65%
 Female 9 35%
Age in yrs, mean ± SD 60.8 ± 9.5
Histology
 AA; IDH mutant, MGMT positive 1 4%
 GBM; IDH wild type, MGMT positive 13 50%
 GBM; IDH wild type, MGMT negative 10 38%
 GBM; IDH mutant, MGMT positive 2 8%
ECoG score
 1 16 62%
 2 10 38%
 3 0 0%
Primary tumor 16 62%
Recurrent tumor 10 38%

AA = anaplastic astrocytoma; ECoG = electrocorticography; GBM = glioblas-
toma; pts = patients.
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Biometry
The primary study aim was to determine the level 

of agreement between biopsy fluorescence status using 
BLUE400 compared to the triple-LED/loupe device. The 
aim was to demonstrate an agreement rate of > 90%, test-
ed by a 1-sided exact binominal test with a level of signifi-
cance set to 2.5%. The 1-sided test problem was defined as 
H0: p ≤ p0 versus H1: p > p0, with an assumed reference 
rate p0 = 0.9.

Assuming the level of agreement as > 95% and the in-
dependence of samples, 231 samples were calculated as 
necessary for obtaining a significant result with a power 
of 80%. With an anticipated 10 samples per patient, 24 
patients were planned.

The exact 2-sided 95% confidence interval was calcu-
lated according to Clopper-Pearson. The McNemar test 
was used to test whether there was a tendency for one 
system to give a different result for fluorescence than the 
other. Cohen’s kappa coefficient was calculated for the ob-
servation of fluorescence with either system, as well as to 
evaluate subjective fluorescence intensities (i.e., weak or 
strong). All calculations were performed using commer-
cial software (SPSS, version 25; IBM Corp.).

FIG. 6. Image of the triple-LED/loupe combination. A: Counterclockwise 
from left, ×2.5 loupes, wireless foot paddle, power pack, and triple-
LED device mounted on headband. B: Device toggled to white light. 
C: Device toggled to 409-nm/480-nm LEDs. Figure is available in color 
online only.

FIG. 5. Prespecified biopsy collection and evaluation algorithm. Surgeons 1, 2, and 3 were unaware of each other’s assessments. 
Especially regarding nonfluorescing marginal biopsies, sufficient numbers were not always available. The patients’ bins were filled 
with fluorescing biopsies. Figure is available in color online only.
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Results
Technical Evaluation

The absolute excitation irradiance measured at a focal 
distance of 45 cm from the front face of the 7 triple-LED 
devices was 6.4 mW/cm2 (SD 1 mW/cm2) at the 409-nm 
excitation wavelength. The absolute excitation irradiance 
measured at the same distance was 91 µW/cm2 (SD 7 µW/
cm2) at the background illumination wavelength of 450 nm 
for the high setting (5 mA), and 36 µW/cm2 for the low 
setting (2 mA). The diameter of the illuminated field was 
8.2 cm. 

The Kinevo excitation irradiance (working distance 
35 cm) was 5.1 mW/cm2 with an illuminated diameter of 
approximately 9 cm independent of zoom settings. Back-
ground illumination irradiance could only be achieved 
through a color glass filter (GG455; Schott) and was 25.5 
µW/cm2. The relative areas under the spectrum of the peak 
measured with the GG455 filter versus the peak measured 
through the microscope ocular (with the original long-
pass filter in place) were 0.645, resulting in an effective 
irradiance of background illumination of 43.6 µW/cm2, 
assuming reflection losses of 10% at the color glass filter 
surfaces.

In order to compare background illumination irradi-
ances between Kinevo and triple-LED/loupe devices, the 
different excitation spectra were accounted for. The spec-
tral distributions of a representative triple-LED/loupe de-
vice and the Kinevo are depicted in Fig. 1. Spectra were 
first normalized to the peak intensity and then multiplied 
with the PPIX excitation spectrum to adjust for the rela-
tive efficiencies for PPIX fluorescence excitation of the 
two systems. Due to the narrower band emission of the 
409-nm LED in the loupe device, this was more effective
per mW/cm2 irradiance by a factor of 1.14 in exciting PPIX
fluorescence. The irradiances of 450-nm background il-
lumination in relation to 409-nm PPIX excitation were
therefore as follows: 9.7 × 10−3 for BLUE400, 14.2 × 10−3

for the high setting, and 5.6 × 10−3 for the low setting of the
450-nm LED.

On the other hand, emission light intensities available
to the surgeon—normalized to the BLUE400 main ob-
server optics—were 9.9-fold higher for the loupe system 
equipped with a ×3.5 telescope lens and 12.9-fold for the 
×2.5 telescope lens. If the field of view reduction switch 
at the microscope oculars of the BLUE400 was activated 
(“−” position), the loupe system was still brighter by a fac-
tor of 7.0 (×3.5 telescope) and 9.2 (×2.5 telescope).

Beam profiles and overlaps over the field of view were 
tested. Figure 2 shows a diagonal scan of the beam profiles 
at both wavelengths and their ratio. The 2D representations 
are provided with contour plots, showing sufficient overlap 
and homogeneity at the working distance of 45 cm; the ab-
solute intensities vary by less than ± 10% over a diameter 
of 6 cm, and the 409-/450-nm ratio varies even less.

Clinical Performance
With the triple-LED/loupe device, background and 

tumor fluorescence subjectively appeared much brighter 
than with BLUE400. The transition zones between fluo-
rescent and adjacent nonfluorescent tissue appeared the 

same when inspecting the cavity, although there was no 
objective way of measuring this. Images were captured us-
ing either the intrinsic Kinevo camera or a draped Apple 
iPhone 12 Pro camera custom-fitted with a 435-nm long-
pass filter. Images were recorded using the white LED, 
the 409-nm and the 450-nm LED separately, and then 
the 409-nm and 450-nm LED combined (Fig. 3). Color 
hues and fluorescence distributions were similar, as far as 
could be assessed using the different angles and magni-
fications. The 450-nm illumination provided no fluores-
cence, whereas the 409-nm illumination excited PPIX 
fluorescence, but outside the tumor area also resulted in 
a greenish-gray background with instances of unspecific 
red autofluorescence. The combination of both illumina-
tion modes gave a very similar color impression compared 
to BLUE400.

Overall, 240 evaluable biopsies were obtained for clini-
cal validation. In the course of the study it became ob-
vious that the predefined number of nonfluorescent, non-
necrotic biopsies were not available from the extracted 
tissues in all cases (i.e., from marginal, possibly nonin-
filtrated brain), and in many cases had to be replaced by 
fluorescing samples. Furthermore, we found 8% of sam-
ples to be unevaluable due to tissue damage; e.g., from 
drying or fragmentation. Therefore, 2 additional patients 
were included. The final biopsy sample bin contained 182 
fluorescing and 58 nonfluorescing samples, as determined 
by the microscope BLUE400 assessment, which was the 
reference standard.

This study reached its primary aim with agreement in 
226 of 240 biopsies (94.2%, 95% CI 0.904–0.968). McNe-
mar’s test demonstrated no significant tendency for one 
method to show a different frequency of fluorescent or 
nonfluorescent samples (p > 0.99); i.e., the proportion of 
samples that demonstrated fluorescence, as assessed by 
this nonparametric test for paired dichotomous variables, 
was consistent with equivalence.

When using the BLUE400 results as reference, we de-
termined the sensitivity for reproducing fluorescence find-
ings to be 100%, the specificity to be 95%, the PPV to be 
98%, the negative predictive value to be 100%, and the 
overall accuracy to be 95%.

Cohen’s kappa (κ) for interrater reliability for compar-
ing fluorescence, either as a binary outcome (fluorescence, 
no fluorescence) or as a 3-tiered outcome (no fluorescence, 
weak fluorescence, strong fluorescence), was determined 
as κ = 0.841 (95% CI 0.760–0.921), indicating excellent 
agreement, or as κ = 0.778 (95% CI 0.715–0.841), indicat-
ing good agreement.

Discussion
We provide the background and present a technical and 

clinical validation study of a novel triple-LED headlight/
loupe combination device for detecting PPIX fluorescence. 
The advantage of this system is the appeal to surgeons pre-
ferring loupes to the microscope for glioma surgery.

Given that approval of 5-ALA for fluorescence-guided 
resections was based on tumor selectivity but also neuro-
logical safety, we believed it to be important for the system 
to reproduce the original specifications to ensure a com-
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parable performance, now using LED technology. Any 
improvements beyond this basic requirement (e.g., greater 
intensities of fluorescence and background light) would be 
welcome and expected, given the less complex construc-
tion and associated light absorption of loupes compared to 
the microscope.

The technical evaluation of an optical device with re-
spect to a reference system, in which both rely on sub-
jective visual interpretation and in which both systems 
comprise different light sources and optics, cannot be 
fully objective and exhaustive. Spectral properties can be 
measured, but differences will be inevitable, the impact 
of which can only be judged in real tissue. We have there-
fore assessed technical performance (i.e., light intensities, 
spectral blocking, background illumination), but addition-
ally, the clinical comparability of the LED system with the 
gold standard on freshly resected tissue in an operating 
room environment.

Technical Comparison
The spectra of the excitation light sources (filtered mi-

croscope xenon light, 409-nm LED), as depicted in Fig. 
1, show distinct differences. The LED emission with its 
narrower band revealed a better fit to the PPIX excitation 
spectrum. Given the completely different types of light 
sources, the relative difference in PPIX fluorescence exci-
tation efficiency was astonishingly small—only 14%.

Because autofluorescence excitation has a broader peak 
than PPIX excitation, filtered xenon light will lead to com-
parably stronger autofluorescence in the green range. Ac-
cordingly, the loupe system will show somewhat stronger 
red PPIX fluorescence and somewhat less green autofluo-
rescence. Together, this might result in a color shift with 
respect to background light remission. The recognition 
threshold of the color contrast of red PPIX fluorescence 
versus greenish-blue background should not be influenced, 
however.

In order to exclude any uncontrolled emission of the 
409-nm LED into the background illumination wavelength
band around 450 nm, a short-pass filter was mounted in
front of this beam. Filtering the light from the 450-nm
LED by another short-pass filter ensures that no light from
the headlight illuminates the tissue in the transmission
range of the detection filters mounted on the loupes (Fig.
2). This is crucial, because any broadband light shining
onto the tissue will be filtered by tissue absorption. Any
backscattered red component would thus easily be mis-
taken as red PPIX fluorescence, which must be avoided.

Fluorescence Brightness
Subjectively, the fluorescence impression was much 

stronger when using the loupes as compared to the mi-
croscope. We quantified the fluorescence available to sur-
geons by using a fluorescent phantom simulating PPIX 
in tissue. This measurement indicated that fluorescence 
conveyed by the loupe systems was brighter by a factor of 
approximately 10. Stronger fluorescence can be explained 
by a somewhat greater intensity of 409-nm LED excita-
tion light and its narrow band with optimal excitation, 
but more obviously by the fact that fluorescence emission 
passes through the loupes directly to the surgeon’s eyes 

rather than being split into multiple light paths for cameras 
or microscope observer oculars.

Necessity for Validation
The distinction between solid tumor, invasive tumor, 

and adjacent brain during FGR relies on the selectiv-
ity of red PPIX fluorescence excited and displayed to the 
surgeon’s eye by an appropriately equipped microscope. 
Established microscopes use wide field broadband visible 
light excitation, optical filters, and a camera for documen-
tation.19 Various studies (as reviewed by Hadjipanayis et 
al.20) have confirmed the high PPV of red fluorescence 
as indicating malignant glioma tissue, which is observed 
beyond what would be expected based on gadolinium en-
hancement on MRI.21,22

In theory, red autofluorescence and especially ambient 
light might be mistaken for tumor PPIX fluorescence. The 
purpose of the specifically adjusted blue background light 
at 450 nm is to minimize such misinterpretation.23 In gen-
eral, PPIX accumulation in high-grade glioma is stronger 
than in low-grade glioma.24 Reducing blue background il-
lumination might increase the sensitivity of PPIX recog-
nition. However, this would probably be associated with 
decreased specificity and would also require more care-
ful dimming of ambient light. A similar experience has 
been described by Valdés et al., who used spectrography 
to increase sensitivity for PPIX, but observed a decrease 
in specificity.19

Because PPIX accumulation varies among high-grade 
gliomas, it appeared adequate to account for this by offer-
ing a higher and a lower setting for blue background light 
intensity, by driving the 450-nm LED with a lower (2 mA) 
or higher (5 mA) current, activated by a foot switch. These 
two settings compare well with the Kinevo’s background 
illumination intensity, which is in between both settings, 
as far as can be determined by a purely spectroscopic anal-
ysis and measurements of irradiances with a power meter.

However, due to the influence of blood absorption, tis-
sue scattering, and autofluorescence, all with characteristic 
wavelength dependencies, a final judgment whether both 
systems are sufficiently similar and equally well suited for 
FGR can only be made on real tissue.

We experienced the triple-LED/loupe device on a sub-
jective basis to provide comparable color impression and 
fluorescence distribution as compared to the microscope. 
However, because there is no way to record or objectively 
assess visual impressions from a loupe image, we created a 
validation study based on fluorescence assessment. Given 
that our study was a validation of a visual method, it ap-
peared particularly challenging to avoid bias. This led to 
our study design, with independent assessments of fluores-
cence from multiple tissue samples either by the micro-
scope or by the loupe system by different assessors acting 
independently.

This study not only confirmed an almost complete 
equivalence of the number of samples considered fluo-
rescent overall. Also, by determining Cohen’s kappa co-
efficient for assessing interobserver results not only for 
fluorescence on a binary basis but also for assessing fluo-
rescence on a 3-tiered scale (i.e., strong, weak, no fluores-
cence), results were highly consistent.
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Possible Device Advantages and Limitations
With this study we show that fluorescence discrimina-

tion achieved using the LED/loupe system appears equiva-
lent to the microscope. However, both devices differ fun-
damentally regarding their practical use, and a number 
of general aspects should be discussed that are not being 
tested here. Individual preferences regarding the use of 
loupes versus the microscope will also depend on a sur-
geon’s training and experience.

The LED/loupe combination will allow greater maneu-
verability for inspecting complex cavities, and is easier to 
set up (e.g., no draping). With a working distance of 45 cm, 
the surgeons might have to move in close for deep-seated 
tumors, and the assistant surgeon would not have the same 
view of the cavity as when both surgeons are using the 
microscope. The microscope has superior magnification 
and variable focus distances. The principal limitation of 
the loupes in deep-seated tumors might be mitigated by 
the superior brightness of fluorescence (approximately 10-
fold). Other drawbacks of the loupe system are the lack of 
integrated cameras for documentation, and a smaller illu-
mination diameter. Due to the greater maneuverability of 
the loupes, we did not find the latter to impair perception.

Illumination intensity using the LED/loupe device was 
slightly stronger (by 43%), with a narrower spectral band-
width. Both factors might accelerate PPIX photobleach-
ing. We have previously determined the time necessary 
for photobleaching to 36% fluorescence as 25.7 minutes 
(range 15.9–64.7 minutes) by using a greater intensity of 8 
mW/cm2 of filtered xenon light.25 Therefore, photobleach-
ing by the triple-LED/loupe devices lies within an accept-
able range, with little concern that the loupes would make 
any noticeable difference.

Regarding stability of light sources, the LED’s power 
packs have a run time of 4.5 hours each, with light intensity 
remaining absolutely stable throughout this time, accord-
ing to the manufacturer. They automatically shut down af-
ter issuing a “battery empty” warning. On the other hand, 
xenon light sources age and lose intensity over time, re-
quiring replacement after approximately 500 hours. Need-
less to say, the loupe device comes at a lower cost than a 
fully equipped microscope but may be preferred by sur-
geons accustomed to using loupes for glioma surgery; by 
those not yet in possession of a microscope with fluores-
cence; or as an adjunct—e.g., for the initial phase of sur-
gery, in which magnification is not as important.

Study Limitations
Although this study was designed to reduce bias arising 

from the test of a visual method, bias could not be com-
pletely avoided. The number of biopsies from fluorescing 
as opposed to nonfluorescing tissue per patient was pre-
defined. However, in the course of the study it became 
evident that nonfluorescent biopsies (i.e., noninfiltrated 
brain) were less commonly available due to less nonfluo-
rescent tissue being resected, thus leading to more fluores-
cent biopsies. Although this would not affect the statistical 
calculations for accuracy, the statistical power for claims 
regarding specificity (true negative rate) would be reduced.

Furthermore, we could not completely control for how 
the harvesting surgeon proceeded with regard to the exact 

position of the biopsy, and biopsies might have been biased 
toward more strongly fluorescent tissue. However, the final 
tissue bins contained 50.0% weakly fluorescing samples 
as opposed to 24.1% strongly fluorescing tissue (as later 
assessed by the separate surgeons testing the devices), 
which supported a harvest site mostly associated with the 
weakly fluorescing margin.

Finally, the comparison between devices was per-
formed in an optimized ex vivo environment. Although we 
are confident that our results are representative for surgery, 
a tumor cavity is complex, with overhanging edges, small 
corticotomies reducing the field of view, and blood cover-
ing fluorescence. These factors might impair discrimina-
tion with either method.

Conclusions
Our technical evaluation confirms that our proposed 

emulation of excitation light and background illumination 
resulted in only minor differences regarding excitation and 
emission characteristics. We did, however, observe and 
measure a much stronger fluorescence and background il-
lumination brightness. Importantly, our clinical validation 
on freshly extracted tissues confirmed that our interpreta-
tion of what was considered as fluorescing was equivalent, 
based on our predefined study goal. Considering these 
findings together, we believe the triple-LED/loupe device 
to be a useful option regarding fluorescence detection for 
surgeons who prefer loupes to the microscope for surgery 
in certain brain tumors for various reasons.
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